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1 Abstract 
The Institute for Reference Materials and Measurements (IRMM) of the Joint Research Centre (JRC), 

a Directorate General of the European Commission, operates the European Union Reference 

Laboratory for Heavy Metals in Feed and Food (EU-RL-HM). One of its core tasks is to organise 

interlaboratory comparisons (ILCs) among appointed National Reference Laboratories (NRLs). This 

report presents the results of the ninth proficiency test (PT) of the EU-RL-HM which focused on the 

determination of total cadmium, lead, arsenic and mercury as well as methylmercury and inorganic 

arsenic in seafood.  

The test material used in this exercise was the Certified Reference Material (CRM) DOLT-4, dogfish 

liver of the National Research Council of Canada (CNRC). The material was relabelled to prevent 

recognition by the participants and was dispatched the second half of May 2010. Each participant 

received one bottle containing approximately 20 g of test material. Thirty-eight laboratories from 27 

countries registered to the exercise of which 38 reported results for total Cd, 36 for total Pb, 33 for 

total As, 36 for total Hg, five for methylmercury and 10 for iAs. The assigned values for total Cd, Pb, 

As, Hg and methylmercury are the certified values taken from the DOLT-4 certificate. An attempt was 

made to establish an assigned value for inorganic As (iAs) using the results provided by a group of 

five laboratories expert in the field, following a similar approach to that used in IMEP-1071, a PT on 

total and inorganic arsenic in rice. Contrary to what was observed in IMEP-107, the results obtained 

by the expert laboratories for iAs was method dependent, therefore no assigned value could be 

established.  

 

The uncertainties of the assigned values, uref, were taken directly from the CRM certificate as provided 

by the producer for total Cd, Pb, As, Hg and methylmercury. Participants were invited to report the 

uncertainty of their measurements. This was done by the majority of the laboratories taking part in this 

exercise. 

 

Laboratory results were rated with z- and ζ-scores (zeta-scores) in accordance with ISO 135282. Since 

the concentration of iAs seems to be method dependent according to the results obtained by the 

expert laboratories, no scoring was provided to the laboratories that submitted results for iAs. The 

standard deviation for proficiency assessment (also called target standard deviation) was fixed to 15% 

by the advisory board of this ILC, on the basis of the outcome of previous ILCs organised by the EU-

RL-HM and on the state-of-the-art in this field of analysis. 

 

Between 80 and 97.5 % of the laboratories performed satisfactory for total Cd, As, Hg and 

methylmercury. Regarding total Pb, 70 % of the laboratories scored satisfactory. 
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2 Introduction 

From a toxicological point of view metal speciation is of paramount importance since in most cases 

different species have different toxicologies. For instance, methylmercury is more toxic than the 

inorganic mercury compounds3 while inorganic arsenic is more toxic than the organic species of 

arsenic, with arsenosugars and arsenobetaine not being toxic1. The mentioned differences in 

toxicology depending on the species in which a metal is present in food should be taken into 

consideration when fixing maximum levels in legislation. 

 

In Europe only maximum levels for total mercury in food are given in legislation4, varying from 0.5 to 1 

mg kg-1 for different seafood, but no maximum level exists for methylmercury. The U.S. Food and Drug 

Administration established a guideline for methylmercury in seafood at a level of 1 mg kg-1.  

 

No maximum levels have been settled, so far, for arsenic in the European legislation, due to a lack of 

reliable analytical methods for the determination of iAs in different food commodities and due to the 

general belief among scientists that results for iAs are method dependent. 

To support policy makers, the EU-RL-HM has organised along the four years that it has been 

operational several activities in the area of metal speciation analysis. In 2008 the EU-RL-HM 

organised a PT, IMEP-104, for the determination of heavy metals in seafood, including methylmercury 

as measurand. The aim of that exercise was to check the sate-of-the-art among NRLs regarding 

methylmercury determinations. At that time only four NRLs had a method in place and reported results 

for methylmercury. In 2009, the EU-RL-HM organised a proficiency test, IMEP-107, for the 

determination of total and iAs in rice, in which laboratories from all around the world, not only NRLs, 

took part. In autumn 2008 a training on metal speciation was organised for the network of NRLs in 

which special attention was dedicated to iAs and methylmercury determinations. 

 

In 2010 the EU-RL-HM organised a PT, IMEP-109, for the determination total Cd, Pb, As and Hg as 

well as methymercury and iAs in seafood with two main purposes: 

- to test whether the measurement capabilities of the NRLs have improved since IMEP-104 was 

conducted. 

- to evaluate the performance of NRLs with regard to total and iAs determinations in a food matrix, 

seafood, which could pose more analytical problems than rice due to the co-existence of a wide 

spectrum of arsenic species. 

This report summarises the outcome of IMEP-109. 

 

3 Scope 

As stated is Regulation No 882/2004 of the European Parliament and the Council5, one of the core 

duties of the EU-RL-HM is to organise interlaboratory comparisons for the benefit of staff from 

National Reference Laboratories. The scope of this PT is to test the competence of the appointed 
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NRLs to determine the total concentration of Cd, Pb, As and Hg as well as methylmercury and iAs in 

seafood. 

 

The assessment of the measurement results is undertaken on the basis of requirements laid down in 

legislation6,7 and follows the administrative and logistics procedures of IMEP, the International 

Measurement Evaluation Programme. This programme is accredited according to ISO Guide 43-1. 

The designation of this PT is IMEP-109. 

 

4 Time frame 

This proficiency test was agreed upon by the NRLs network at the fourth EU-RL-HM workshop held on 

1-2 October 2009. Invitation letters were sent to the participants on 21 April 2010 (cf Annex 1). The 

samples were dispatched to the participants on 18th May 2010. Reporting deadline was 15th June 

2010. 

 

5 Material 

5.1 Preparation 
The commercially available CRM DOLT-4 (dogfish liver Certified Reference Material for Trace 

Elements) was used for this PT. The material was relabelled to avoid identification by the participants 

as an existing CRM. Comprehensive information on the preparation of the CRM can be found on the 

certification report on the CNRC website8 (cf Annex 2).  

 

The CNRC dispatched about 40 bottles of test materials at room temperature by courier to IRMM. 

 

5.2 Homogeneity and stability 
Information on the homogeneity and stability of the test material was gathered from the certificate of 

the CRM. According to it, uncertainties related to possible between-bottle variation (uhom) are included 

in the overall uncertainty of the certified value. In the experience of the CRM producer, uncertainty 

components for long and short term stability were considered negligible and are thus not included in 

the uncertainty budget. No homogeneity and stability tests were conducted for iAs because based on 

previous experience1, iAs is homogeneous if total As is homogeneous and iAs is stable at room 

temperature for the four weeks that elapsed between the dispatch of the test material and the deadline 

for reporting of results. 

 

5.3 Distribution 
The samples were dispatched to the participants by IRMM on 18th May 2010. Each participant 

received: a) one glass bottle containing approximately 20 g of test material, b) an accompanying letter 
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with instructions for sample handling and reporting (cf. Annex 3) and c) a form that had to be send 

back after receipt of the test material to confirm its arrival (cf. Annex 4). 

 

6 Instructions to participants 

Details on this intercomparison were discussed with the NRLs at the fourth workshop organised by the 

CRL-HM, held in Geel on 1-2 October 2009. Concrete instructions were given to all participants in a 

letter that accompanied the test material. The measurands and matrix were defined as "Total Cd, Pb, 

As and Hg as well as methylmercury and iAs in seafood". 

 

Laboratories were asked to perform two or three independent measurements and to report the mean 

of them, the uncertainty associated to the mean, the coverage factor and the technique that has been 

used to perform the measurements. The measurement results were to be corrected for recovery and 

for humidity, following a procedure described in the accompanying letter which has been optimised at 

IRMM. Participants were asked to follow their routine procedures. The results were to be reported in 

the same manner (eg. number of significant figures) as those normally reported to the customer. 

 

The results were to be reported in a special on-line form for which each participant received an 

individual access code. A specific questionnaire was attached to this on-line form. The questionnaire 

was intended to provide further information on the measurements and the laboratories. A copy of the 

questionnaire is presented in Annex 5. 

 

The laboratory codes were given randomly and communicated to the participants in a confidential 

letter that was sent to each participant together with the report. 

 

7 Reference values and their uncertainties 

The CRM certificate provided certified values for all the measurands included in this study (not for 

iAs). Those certified values were used as assigned values (Xref) for this intercomparison. The 

certificate was valid during the time frame of the intercomparison. The uncertainties provided in the 

certificate of the CRM represent 95 % confidence limits for and individual subsample and they were 

taken as the expanded uncertainties of the assigned values (Uref). 

 

In order to establish the assigned values for iAs, a group of five expert laboratories in the field 

performed analysis on the test material. The expert laboratories involved in the establishment of the 

assigned values were: 

Institute of Agricultural Chemistry and Food Technology (CSIC), Spain 

Institute of Chemistry, Karl-Franzens University Graz, Austria  

The Food and Environment Research Agency (FERA), United Kingdom 

New Technical University of Denmark (DTU), Denmark 
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Department of Analytical Chemistry, University of Barcelona, Spain 

 

The experts were asked to use the method of their choice and no further requirements were imposed 

regarding methodology. The experts were also asked to report their results together with the 

measurement result uncertainty and a description of the method used.  

 

The means reported by the expert laboratories and their associated standard uncertainties (uchar) for 

iAs are shown in Table 1. 

 

The methods applied by the expert laboratories are summarised in Table 2. 

Table 1, indicates there are strong discrepancies among the results reported by the expert 

laboratories, contrary to what was observed in IMEP-107 (total and iAs in rice). The concentration of 

iAs found by the different expert laboratories in IMEP-109 did not allow to establish any assigned 

value for iAs. It was therefore decided not to score laboratories having reported results for this 

measurand. 

 

The assigned reference values (Xref) for the remaining measurands, total Cd, Pb, As, Hg and 

methylmercury, and their respective estimated uncertainties are summarised in Table 3. 

 
Table 1: Values for iAs and their associated uncertainties as reported by the expert laboratories.  

Certifier Xn (mg kg-1) Un (k=2) (mg kg-1) un (mg kg-1) 

Certifier 1 < 0.040*   

Certifier 2 not detected#   

Certifier 3 0.047 0.012 0.006 

Certifier 4 0.075 0.010 0.005 

Certifier 5 0.152 0.020 0.010 
* 0.040 mg kg-1 is the LoQ (on dry matter content basis) of the method used. 

# LoQ of the method used is 0.031 mg kg-1 for arsenite and 0.084 mg kg-1 for arsenate. 
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Table 2: Methods used by the expert laboratories for sample pre-treatment in the determination of 

total and inorganic As. 
Certifier Sample treatment Detection 

Certifier 1 
0.2 gram of samples and 10 mL 0.07 mol L-1 HCl in 3 % H2O2 were placed in µ-
wave digestion vessels. Microwaves were applied for 20 min keeping the 
temperature at 90°C. The extract was centrifuged and filtered (0.45 µm) prior to 
analysis with anion-exchange chromatography HPLC-ICP-MS 

HPLC-ICP-MS 

Certifier 2 

 
The inorganic arsenic (As(III) + As(V)) was evaluated from the speciation carried 
out after application of suitable extraction method. 
A sample of seafood (0.2 g from freeze-dried sample) and 20 ml of a 
methanol/water solution (1:1, v/v) were placed in the digestion vessels. 40 W of 
focused microwaves was applied for 10 min. After decanting, the extract was 
centrifuged at 2500 rpm for 10 min and the liquid phase was evaporated to remove 
the methanol under an IR lamp (T<40 °C) for approximately 4 h. The extract was 
then diluted in water up to 20 mL and filtered through a nylon membrane of 0.2 μm 
porosity. The filtrate was then defatted by clean-up with a C18 cartridge, which had 
been previously conditioned by passing methanol (5 ml) and water (5 ml) at 1 ml 
min-1. The extract was passed through the cartridge (1 ml min-1). The first 2–3 ml, 
mainly arising from conditioning solutions, were discarded. Finally, an aliquot of the 
cleaned up extract was made up to a fixed volume. 
Two chromatographic modes were used for separation of the As species. Arsenite, 
arsenate, DMA, MA, PO4-sug, SO4-sug and SO3-sug were analyzed by anion-
exchange chromatography on the Hamilton PRP-X100 column using an aqueous 
solution of 20 mM NH4H2PO4 at pH 5.6 as mobile phase. AB, AC, TMAO and Gly-
sug were analysed in the extracts by cation-exchange chromatography on the 
Zorbax 300-SCX column with a mobile phase (1.5 ml min-1) of 20 mM pyridine 
(pH=2.6, adjusted with formic acid). 

 

HPLC-ICP-MS 

Certifier 3 

 
0.250 g + 5 mL 1 mol L-1 trifluoracetic acid. Sonicate for 10 min and let stand 
overnight. Add 50 µL H2O2 to reduce arsenite to arsenate. Microwave in an argon 
atmosphere (max temp. 95 °C) 
 

HPLC-ICP-MS 

Certifier 4 

 
1 g of sample + 4.1 mL of H2O + 18.4 mL of HCl agitated for 15 hours, let stand 
overnight. Add a reducing agent (2 mL HBr + 1 mL of hydrazine sulphate). Add 10 
mL of chloroform and shake for 3 min. Separate the two phases centrifuging at 
2000 rpm for 5 min. Repeat the extraction another two times. Eliminate remnants 
of organic As with a Whatman GD/X syringe filters with 25 mm PTFE membrane. 
Back extract into 10 mL of 1 mol L-1 HCl. 
Add 2.5 mL of 20 % w/v Mg(NO3).6H2O and 2 % w/v MgO) + 10 mL of 14 mol L-1 
HNO3. Evaporate to dryness at 425 °C for 12 h. Dissolve the ash in 5 mL of 6 mol 
L-1 HCl reduce with 5 mL reducing solution (5 % w/v KI + 5 % w/v ascorbic acid). 
After 30 min, filter the solution through Whatman No. 1 filter paper and dilute with 6 
mol L-1 HCl. 
 

FI-HG-AAS 

Certifier 5 

 
Same approach than certifier 4 with some modifications, namely: No filtration 
through Whatman GD/X syringe filters was done before extracting into 1 mol L-1 
HCl and no ashing step was applied; the 1 mol L-1 HCl was directly introduced in 
the HR-ICP-MS tuned to a resolution of at least 12,000. 
 

HR-ICP-MS 

 

Table 3: Assigned values and their associated standard uncertainties for the measurands of this ILC. 
Measurand Xref (mg kg-1) Uref (mg kg-1) uref (mg kg-1) 

Total Cd 24.3 0.8 0.4 

Total Pb 0.16 0.04 0.02 

Total As 9.66 0.62 0.31 

Total Hg 2.58 0.22 0.11 

Methylmercury 1.33 0.12 0.06 

iAs  Not known Not known Not known 

Xref is the certified value and uref is the corresponding standard uncertainty; Uref is the estimated expanded uncertainty, with a 

coverage factor k=2, corresponding to a level of confidence of about 95 %. 
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8 Evaluation of results 
8.1 General observations 
Thirty-eight laboratories from 27 countries registered to the exercise. Thirty-eight laboratories reported 

results for total Cd, 36 for total Pb (3 out of the 36 reported "less than" values), 33 for total As, 36 for 

total Hg, 5 for methylmercury and 11 for iAs (4 out of the 11 reported "less than" values). 

 

8.2 Scores and evaluation criteria 
Individual laboratory performance is expressed in terms of z- and ζ-scores in accordance with ISO 

135282. 

 

22
labref

reflab

uu

Xx

+

−
=ς

         Eq. 1 

 

σ
reflab Xx

z
−

=
          Eq. 2 

 

Where: 

xlab is the measurement result reported by a participant 

Xref is the certified reference value (assigned value) 

uref is the standard uncertainty of the reference value 

ulab is the standard uncertainty reported by a participant 

σ  is the standard deviation for proficiency assessment 

 

The assigned reference values (Xref), and their respective estimated uncertainties are summarised in 

Table 3. 

 

The interpretation of the z- and ζ-score is done as follows: 

 

|score| ≤ 2  satisfactory result 

2 < |score| ≤ 3  questionable result 

|score| > 3  unsatisfactory result 

 

The ζ-score states if the laboratory result agrees with the assigned value within the respective 

uncertainties. The denominator of Eq. 1 is the combined uncertainty of the assigned value and the 

measurement uncertainty as stated by the laboratory. The ζ-score is therefore the most relevant 

evaluation parameter, as it includes all parts of a measurement result, namely the expected value 

(assigned value), its uncertainty and the unit of the result as well as the uncertainty of the reported 
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values. An unsatisfactory ζ-score can either be caused by an inappropriate estimation of the 

concentration or of its uncertainty. 

 

The standard uncertainty of the laboratory, ulab, was estimated by dividing the reported expanded 

uncertainty by the reported coverage factor, k. When no uncertainty was reported, it was set to zero 

(ulab = 0). When k was not specified, the reported expanded uncertainty was considered as the half-

width of a rectangular distribution; ulab was then calculated by dividing this half-width by √3, as 

recommended by Eurachem and CITAC [9]. 

 

Uncertainty estimation is not trivial; therefore an additional assessment was provided to each 

laboratory reporting uncertainty, indicating how reasonable their uncertainty estimate is. The standard 

uncertainty from the laboratory (ulab) is most likely to fall in a range between a minimum uncertainty 

(umin), and a maximum allowed (umax). umin is set to the standard uncertainty of the reference value. It is 

unlikely that a laboratory carrying out the analysis on a routine basis would measure the measurand 

with a smaller uncertainty than the expert laboratories chosen to establish the assigned value. umax is 

set to the target standard deviation (σ̂ ) accepted for the PT. If ulab is smaller than umin, the laboratory 

may have underestimated its uncertainty. Such a statement has to be taken with care as each 

laboratory reported only measurement uncertainty, whereas the uncertainty of the reference value 

also includes contributions of homogeneity and stability. If those are large, measurement uncertainties 

smaller than umin are possible and plausible. If ulab > umax, the laboratory may have overestimated the 

uncertainty. An evaluation of this statement can be made when looking at the difference of the 

reported value and the assigned value: if the difference is small and the uncertainty is large, then 

overestimation is likely. If, however, the deviation is large but is covered by the uncertainty, then the 

uncertainty is properly assessed even if large. It should be pointed out that umax is not a normative 

criterion: it is up to the customer of the respective result to decide which uncertainty is acceptable for a 

certain measurement. 

 

The z-score compares the participant's deviation from the reference value with the target standard 

deviation for proficiency assessment (σ̂ ) used as common quality criterion. σ̂ , is defined by the PT 

organiser as the maximum acceptable standard uncertainty. Based on feedback from experts, on the 

state-of-the-art and on discussions among the members of the advisory board of this PT, values for σ̂  

were set as 15 % of the assigned value for all the measurands for which z-scores were provided.  

 

8.3 Laboratory results and scorings 
The results as reported by the participants for total Cd, Pb, As, Hg, methylmercury and iAs are 

summarised in Annexes 6 to 11, respectively, together with the z- and ζ-scores (no scores were 

provided for iAs). Annexes 6 to 11 also include figures in which the individual mean values and 

associated expanded uncertainties are shown. The Kernel distribution plots, obtained using a software 
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tool developed by AMC10 are shown in Annex 12. For methylmercury and iAs no Kernel density are 

presented, due to the low number of results. 

 

Two of the expert laboratories are NRLs and their results for iAs are included in Annex 11. 

 

Regarding the z- and ζ-scores, the results for total Cd, Pb, As, Hg and methylmercury are summarised 

in Table 4. Taking into consideration the z-score, between 80 and 97.5 % of the laboratories 

performed satisfactory for total Cd, As, Hg and methylmercury. The percentage of laboratories that 

scored satisfactory for total Pb was 70 %. The lower concentration of total Pb in the sample in 

comparison with those of total Cd, As, Hg and methylmercury, could explain the lower percentage of 

laboratories that scored satisfactory for total Pb. When the associated uncertainties are taken into 

account the percentage of laboratories that scored satisfactorily was around 80 % for all the 

measurands but total As.  

 

Seven laboratories out of the ten having unsatisfactory z-scores for total As underestimated the 

concentration of this analyte in the test material. According to the information obtained from the expert 

laboratories having performed speciation analyses on the test material used in IMEP-109, most of the 

arsenic is present in the form of arsenobetaine. It is known that digestion of arsenobetaine is difficult 

and requires high temperatures (more than 280 °C). Such a difficulty should not be a problem for 

laboratories using ICP-MS because the temperature in the plasma is high enough to mineralise 

arsenobetaine but could explain the unsatisfactory underestimated results reported by four 

laboratories using HG-AAS. 

 

Laboratory 25 acknowledged to have reported total arsenic in the field for iAs. Their results have not 

been considered and consequently no scoring was provided. 

  

Table 4: Number and percentages of laboratories reporting results not "less than" with satisfactory, 

questionable and unsatisfactory scores. 

 Total Cd Total Pb Total As Total Hg Methylmercury 

 N° % N° % N° % N° % N° % 

z 

S 37 97.5 23 70 28 85 34 97 4 80 

Q 1 2.5 5 15 1 3 0 0 0 0 

U 0 0 5 15 4 12 1 3 1 20 

ζ 

S 30 79 27 82 22 67 29 83 4 80 

Q 4 10.5 2 6 1 3 4 11 0 0 

U 4 10.5 4 12 10 30 2 6 1 20 

N°: Number of laboratories, S: Satisfactory, Q: Questionable, U: Unsatisfactory. 
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As mentioned earlier no assigned values could be attributed for iAs and therefore no scores could be 

given due to the dispersion of the results provided by the expert laboratories. The similar scatter of 

results was observed for values reported by participants to the proficiency test. Only 7 NRLs reported 

values for iAs other than “less than” thus making impossible any conclusion about distribution of 

results. However, a parallel PT (IMEP-30) was organised using the same test material. IMEP-30 was 

open to all laboratories willing to take part in the exercise (while only NRLs could participate in IMEP-

109). Figure 1 shows the results reported for iAs both in IMEP-109 and IMEP-30. Information about 

the results reported by the participants in IMEP-30 will be available from the IMEP-30 final report11.  
 

 
Figure 1: Results reported for iAs by participants in IMEP-109 and in IMEP-30. 

 

Three laboratories (one in IMEP-109 and two in IMEP-30) reported values higher than 1 mg kg-1 (5.75 

± 0.7, 5.29 ± 0.07 and 3.23 ± 0.60 mg kg-1) and are not shown in Figure 1. Four NRLs reported values 

“less than”, Annex 11. Similarly, four participants in IMEP-30 reported "less than" values (<0.010, 

<0.040, <0.100). 

 
With such a scatter of results it is not possible to derive any conclusion about the concentration of iAs 

in this test material. However, 20 laboratories agree on the fact the percentage of iAs in this seafood is 

very low, between 0.5 and 2 % of the total arsenic. Eight laboratories were not able to detect it. Four 

participants found concentrations of iAs far above the mentioned range. It is difficult to elucidate 

whether these high percentages are due to a really high content of iAs in the test material, to an 

intrinsic problem of iAs determination in the sample, or to a poor performance of the laboratory. The 

laboratory taking part in IMEP-30 that reported 3.23 ± 0.60 mg kg-1 used the standard method EN 

15517:2008. The same method was used by laboratory 35 in IMEP-109 to obtain 0.51 ± 0.08 mg kg-1 

iAs. Such a large difference could indicate that the standard EN 15517:2008 validated for the 

determination of iAs in seaweed might not be adequate for seafood of animal origin. Even laboratories 

with large experience in this field of analysis such as certifiers 4 and 5 and which, within their 
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uncertainties, agreed on the concentration of iAs in rice1, have obtained very discrepant results in 

IMEP-109, despite having used the same method of analysis.  

 

8.4 Additional information extracted from the questionnaire 
Additional information was gathered from the questionnaire that participants were asked to fill in 

(Annex 5).  

8.4.1 Sample treatment related questions 
Sixteen laboratories analysed total Cd, Pb, As and Hg following an official method. Only one 

laboratory used an official method for iAs analysis and none for the determination of methylmercury. 

The information provided by the laboratories for their methods of analysis for total Cd, Pb, As and Hg 

is summarised in Annex 13, for methylmercury in Annex 14 and for iAs in Annex 15. No Influence of 

the techniques used (mainly ZETAAS, HG-AAS and ICP-MS) was detected for any of the measurands 

covered in this PT. The low number of results submitted for methylmercury did not allow to perform 

any study about the influence of the method or the instrumental approach used. Regarding iAs a 

number of laboratories used HPLC-based methods with ICP-MS detection and some other used HG-

AAS. Several laboratories followed an identical approach (see method used by certifiers 4 and 5 in 

Table 2), but even among them large discrepancies (up to 2-fold) were observed. 

 

Twenty-nine laboratories corrected their results for recovery, following one of the following options (or 

a combination of): 20 laboratories calculated the recovery factor using a certified reference material 

and 11 adding a known amount of the same analyte to be measured (spiking). One laboratory added a 

known amount of analyte to a reagent blank, which was taken through the whole procedure. One 

participant answered that they do not correct the results in heavy metal analysis, one did not correct 

for recovery because he considered that recovery is included in the uncertainty. 

 

Two laboratories did not correct the results for the water content, one of them because the water 

content was found to be negligible. The moisture content reported by the laboratories that applied a 

correction factor for it ranged from 0.03 up to 13 %. The way how the water content of the material 

was to be determined was described in detail in the accompanying letter (Annex 3) and was optimised 

at IRMM to obtain the same results as with Karl-Fisher titration. 

 

8.4.2 Uncertainty related questions 
Various approaches were used to scrutinise the measurement uncertainty, (Figure 2). 

 

Twenty-eight laboratories usually report uncertainty to the customers, 8 do not and 2 did not answer to 

this question. 
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When asked about the level of confidence covered by the reported coverage factor (k), most of the 

participants reported 95 %, one reported 95.4 % and 11 did not reply to this question. 

 

 

 

 
Figure 2: Different approaches used by the participants in IMEP-109 to estimate the uncertainty of their 

measurements. 
 

 

8.4.3 Quality assurance related questions 
Thirty-seven  of the 38 participating laboratories regularly take part in PTs, although not all of them for 

all the measurands. The distribution for participation in PTs by measurand, is shown in Figure 3. 
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Figure 3: Numer of participants that take part regularly in PTs for the different measurands covered in IMEP-109. 

 

Participants were asked whether they make use of CRMs in their laboratories and for which purpose 

(validation and/or calibration). Thirty-two use CRMs, 3 do not and 3 did not answer. Thirty-two use the 

CRM during the validation procedure and 10 for calibration purposes. 

 

8.4.4 Questions related to the experience of the laboratories in this field of analysis 
Only 2 laboratories perform methylmercury analysis on a routine basis (between 0 and 50 analysis per 

year), 5 laboratories analyse iAs routinely ( 4 of them between 0 and 50 samples per year and one 

between 50 and 250 samples per year). Thirty-four participants analyse total Cd, Pb, As and Hg on a 

routine basis, 1 does not and 3 did not reply to this question. The distribution in terms of number of 

analysis per year is shown in Figure 4. 

 

 
Figure 4: Participants experience in the analysis of total Cd, Pb, As and Hg expresed as number of analysis per 

year. 
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8.4.5 Quality system related questions 
Thirty-six laboratories have a quality system in place. One did not reply to the question. Most of them 

have a quality system based on ISO 17025, three of them have a quality system also based not only 

on ISO 17025 but also on the ISO 9000 series. 

 

9 Conclusions 
The main conclusion that can be derived from this study is that determination of iAs in the seafood 

used as test material in this exercise, presents serious analytical problems, contrary to what had been 

observed previously in a rice matrix. The expert laboratories could not agree on a value for iAs within 

a reasonable uncertainty and the same dispersion of results was observed for the values found by the 

participants in the PT.  

 

The results reported by the expert laboratories and by a high percentage of the participants (poolling 

together the results of IMEP-109 and of IMEP-30) indicate that the amount of iAs (between 0.047 to 

0.75 mg kg-1 which corresponds to 0.5 and 8 % of the total As respectively) in the test sample is very 

low, despite the high content of total As. Three participants have reported values for iAs which would 

account for up to 50 % of the total As. However, considering the low number of reported data it is 

difficult to make any statement on the results. 

 

The second conclusion that can be drawn from MEP-109 is that, unfortunately, no real increase took 

place since 2008 in the number of NRLs with capacity for methylmercury analysis in seafood, with only 

five laboratories reporting results for this measurand. During the discussions within the NRL network 

on the methylmercury issue, some NRLs pointed out that their laboratories do not have the 

instrumentation required (hyphenated techniques) to perform methylmercury analysis. For those 

laboratories that find themselves in this situation, the method used by laboratory 7 (hydrolisation with 

hydrobromic acid followed by extraction with toluene and further separation of MeHg with cysteine, 

Annex 14) could be an elegant solution for the problem because it does not require the use of any 

chromatographic set up for the separation of methylmercury from the other mercury species. 
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Annex 6: Total Cd in seafood 
Xref= 24.3 ± 0.8 mg kg-1 (k=2) 
 

Lab ID xlab (mg kg-1) Ulab (mg kg-1) k ulab (mg kg-1) Technique z ζ Qualu 

1 25,9 5,2 2 2,6 ICP-MS 0,4 0,6 a 

2 24,42 2,44 2 1,22 ETAAS 0,0 0,1 a 

3 23,92 6,578 2 3,289 ICP-MS -0,1 -0,1 a 

4 21,7 1,7 2 0,9 ETAAS -0,7 -2,8 a 

5 25,67 2,81 2 1,41 AAS 0,4 0,9 a 

6 20,3 4 √3 2,3 ICP-OES -1,1 -1,7 a 

7 20,2 5,1 √3 2,9 ETAAS -1,1 -1,4 a 

8 23,1 0,9 √3 0,5 FAAS -0,3 -1,8 a 

9 22,2 1,6 2 0,8 ETAAS -0,6 -2,3 a 

10 23,4 4 2 2 ICP-MS -0,2 -0,4 a 

11 23,99 2,0 2 1,0 ETAAS -0,1 -0,3 a 

12 23,2 2,4 2 1,2 ICP-MS -0,3 -0,9 a 

13 24,39 3,90 2 1,95 ICP-MS 0,0 0,0 a 

14 24,28 1,2 2 0,6 ICP-MS 0,0 0,0 a 

15 21,3 1,0 2 0,5 ICP-MS -0,8 -4,7 a 

16 23,625 0,622 3,18 0,196 FAAS -0,2 -1,5 a 

17 24,169 2,2 2 1,1 ETAAS 0,0 -0,1 a 

18 22,21 0,762 √3 0,440 ICP-MS -0,6 -3,5 a 

19 24,7 1,4 2 0,7   0,1 0,5 a 

20 22,69 2,27 2 1,14 ETAAS -0,4 -1,3 a 

21 23,6 6,3 2 3,2 ICP-MS -0,2 -0,2 a 

22 22,21 4,87 2 2,44 ETAAS -0,6 -0,8 a 

23 25,1 0,5 2 0,3 ICP-MS 0,2 1,7 b 

24 22,8 0,004 2 0,002 ICP-MS -0,4 -3,7 b 

25 23,4 1,6 2 0,8 ICP-MS -0,2 -1,0 a 

26 22,8 4,10 2 2,05 ICP-OES -0,4 -0,7 a 

27 22,66 3,40 2,02 1,68 ZETA-AAS -0,4 -0,9 a 

28 16,2 2,1 2 1,1 ICP-MS -2,2 -7,2 a 

29 25,71 2,83 2 1,42 ETAAS 0,4 1,0 a 

30 23,71 5,45 2 2,73 ETAAS -0,2 -0,2 a 

31 26,3 5,26 2 2,63 ICP-MS 0,5 0,8 a 

32 22,5 8,5 2 4,3 ICP-MS -0,5 -0,4 c 

33 25,19 3,02 2 1,51 ETAAS 0,2 0,6 a 

34 23,3 3,3 2 1,7 ETAAS -0,3 -0,6 a 

35 23,32 2,33 2 1,17 ETAAS -0,3 -0,8 a 

36 23,84 2,38 2 1,19 ICP-MS -0,1 -0,4 a 

37 26,25 1,31 2 0,66 ICP-MS 0,5 2,5 a 

38 23,20 0 √3 0 ETAAS -0,3 -2,8 b 

Qualu: qualitative information about ulab: a: uref<ulab<σ̂ ; b: ulab<uref; c: σ̂ <ulab. For further information on these 
codes, please read chapter 8.2. 
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This graph displays all measurements results and their associated uncertainties.
The uncertainties are shown as reported, with various expansion factors and levels of confidence.
The black line represents Xref, the green lines delimit the reference interval (Xref ± 2uref: 24.3 ± 0.8 mg kg-1), the red lines delimit the target interval 

(Xref ± 2σ: 24.3 ± 7.3 mg kg-1)

IMEP-109: results for total Cd
Certified range: 24.3 ± 0.8 mg kg-1 (k=2)
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Annex 7: Total Pb in seafood 
Xref= 0.16 ± 0.04 mg kg-1 (k=2) 
 

Lab ID xlab (mg kg-1) Ulab (mg kg-1) k ulab (mg kg-1) Technique z ζ Qualu 

1 0,125 0,025 2 0,013 ICP-MS -1,5 -1,5 b 

2 0,158 0,030 2 0,015 ETAAS -0,1 -0,1 b 

3 0,204 0,065 2 0,033 ICP-MS 1,8 1,2 c 

4 0,144 0,017 2 0,009 ICP-MS -0,7 -0,7 b 

5 0,160 0,018 2 0,009 AAS 0,0 0,0 b 

6 0,151 0,030 √3 0,017 ICP-OES -0,4 -0,3 b 

7 0,14 0,06 √3 0,035 ETAAS -0,8 -0,5 c 

8 0,189 0,031 √3 0,018 ETAAS 1,2 1,1 b 

9 0,28 0,15 2 0,08 ETAAS 5,0 1,5 c 

10 0,16 0,062 2 0,031 ICP-MS 0,0 0,0 c 

11 0,174 0,011 2 0,006 ETAAS 0,6 0,7 b 

12 0,12 0,02 2 0,01 ICP-MS -1,7 -1,8 b 

13 0,148 0,044 2 0,022 ICP-MS -0,5 -0,4 a 

14 0,154 0,043 2 0,022 ICP-MS -0,3 -0,2 a 

15 0,081 0,010 2 0,005 ICP-MS -3,3 -3,8 b 

16 <0,1    FAAS    

17 0,185 0,037 2 0,019 FAAS 1,0 0,9 b 

18 0,260 0,0216 √3 0,0125 ICP-MS 4,2 4,2 b 

19 <0,5        

20 0,265 0,04 2 0,02 ETAAS 4,4 3,7 a 

21 0,147 0,04 2 0,02 ICP-MS -0,5 -0,5 a 

22 0,152 0,038 2 0,019 ETAAS -0,3 -0,3 b 

23 0,139 0,018 2 0,009 ICP-MS -0,9 -1,0 b 

24 0,314 0,017 2 0,009 ICP-MS 6,4 7,1 b 

25 0,148 0,03 2 0,02 ICP-MS -0,5 -0,5 a 

28 0,23 0,05 2 0,03 ICP-MS 2,9 2,2 c 

29 0,121 0,029 2 0,015 ETAAS -1,6 -1,6 b 

30 0,22 0,07 2 0,04 ETAAS 2,5 1,5 c 

31 0,133 0,027 2 0,014 ICP-MS -1,1 -1,1 b 

32 0,109 0,036 2 0,018 ICP-MS -2,1 -1,9 b 

33 0,217 0,033 2 0,017 ETAAS 2,4 2,2 b 

34 0,20 0,03 2 0,02 ETAAS 1,7 1,6 a 

35 0,11 0,03 2 0,02 ETAAS -2,1 -2,0 a 

36 <0,3    ICP-MS    

37 0,151 0,017 2 0,009 ICP-MS -0,4 -0,4 b 

38 0,13 0 √3 0 ETAAS -1,3 -1,5 b 

Qualu: qualitative information about ulab: a: uref<ulab<σ̂ ; b: ulab<uref; c: σ̂ <ulab. For further information on these 
codes, please read chapter 8.2. 
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This graph displays all measurements results and their associated uncertainties.
The uncertainties are shown as reported, with various expansion factors and levels of confidence.
The black line represents Xref, the green lines delimit the reference interval (Xref ± 2uref: 0.16 ± 0.04 mg kg-1), the red lines delimit the target interval 

(Xref ± 2σ: 0.16 ± 0.05 mg kg-1)

IMEP-109: results for total Pb
Certified range: 0.16 ± 0.04 mg kg-1 (k=2)

"Less than" reported by laboratories 16, 19 and 
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Annex 8: Total As in seafood 
Xref= 9.66 ± 0.62 mg kg-1 (k=2) 
 

Lab ID xlab (mg kg-1) Ulab (mg kg-1) k ulab (mg kg-1) Technique z ζ Qualu 

1 8,25 1,65 2 0,83 ICP-MS -1,0 -1,6 a 

2 9,552 1,106 2 0,553 ETAAS -0,1 -0,2 b 

3 9,713 4,83 2 2,415 ICP-MS 0,0 0,0 c 

4 9,06 0,91 2 0,46 HG-AAS -0,4 -1,1 b 

6 7,9 1,6 √3 0,9 ICP-OES -1,2 -1,8 a 

8 6,25 0,81 √3 0,47 HG-AAS -2,4 -6,1 b 

10 9,32 2,0 2 1,0 ICP-MS -0,2 -0,3 a 

11 8,66 1,0 2 0,5 ICP-MS -0,7 -1,7 b 

12 8,6 1,0 2 0,5 ICP-MS -0,7 -1,8 b 

13 9,60 1,92 2 0,96 ICP-MS 0,0 -0,1 a 

14 10,94 0,55 2 0,28 ICP-MS 0,9 3,1 b 

15 8,84 1,10 2 0,55 ICP-MS -0,6 -1,3 b 

16 8,474 0,306 3,18 0,096 HG-AAS -0,8 -3,7 b 

17 23,511 5,5 2 2,750 HG-AAS 9,6 5,0 c 

18 9,75 0,473 √3 0,273 ICP-MS 0,1 0,2 b 

19 7,57 0,86 2 0,43  -1,4 -3,9 b 

20 0,356 0,053 2 0,027 HG-AAS -6,4 -29,9 b 

21 9,02 1,99 2 1,00 ICP-MS -0,4 -0,6 a 

22 4,410 1,103 2 0,552 HG-AAS -3,6 -8,3 b 

23 10,1 1,9 2 1,0 ICP-MS 0,3 0,4 a 

24 7,92 0,584 2 0,292 ICP-MS -1,2 -4,1 b 

26 9,29 1,39 2 0,70 HG-AAS -0,3 -0,5 a 

27 9,91 0 √3 0 ZETA-AAS 0,2 0,8 b 

28 7,15 0,89 2 0,45 ICP-MS -1,7 -4,6 b 

30 9,82 2,95 2 1,48 ETAAS 0,1 0,1 b 

31 9,66 1,93 2 0,97 ICP-MS 0,0 0,0 b 

32 8,8 2,9 2 1,5 ICP-MS -0,6 -0,6 b 

33 8,415 1,178 2 0,589 HG-AAS -0,9 -1,9 b 

34 10,2 0 √3 0 ETAAS 0,4 1,7 b 

35 9,02 1,35 2 0,68 ETAAS -0,4 -0,9 a 

36 10,33 1,03 2,00 0,52 ICP-MS 0,5 1,1 b 

37 1447 176 2 88 HG-AAS 992,0 16,3 c 

38 8,74 0 √3 0 ETAAS -0,6 -3,0 b 

Qualu: qualitative information about ulab: a: uref<ulab<σ̂ ; b: ulab<uref; c: σ̂ <ulab. For further information on these 
codes, please read chapter 8.2. 
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This graph displays all measurements results and their associated uncertainties.
The uncertainties are shown as reported, with various expansion factors and levels of confidence.
The black line represents Xref, the green lines delimit the reference interval (Xref ± 2uref: 9.66 ± 0.62 mg kg-1), the red lines delimit the target interval 

(Xref ± 2σ: 9.66 ± 2.90 mg kg-1)

IMEP-109: results for total As
Certified range: 9.66 ± 0.62 mg kg-1 (k=2)
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Annex 9: Total Hg in seafood 
Xref= 2.58 ± 0.22 mg kg-1 (k=2) 
 

Lab ID xlab (mg kg-1) Ulab (mg kg-1) k ulab (mg kg-1) Technique z ζ Qualu 

1 2,65 0,53 2 0,27 ICP-MS 0,2 0,2 a 

2 2,507 0,360 2 0,180 CV-AAS -0,2 -0,3 a 

3 3,280 0,62 2 0,31 ICP-MS 1,8 2,1 a 

4 2,55 0,15 2 0,08 CV-AAS -0,1 -0,2 b 

5 3,28 0,41 2 0,21 CV-AAS 1,8 3,0 a 

6 2,7 0,54 √3 0,31 Atomic Absorption by 
Amalgamation (AMA) 0,3 0,4 a 

7 3,0 0,3 √3 0,2 
AAS with 
amalgamation 
(LECO) 

1,1 2,0 a 

8 2,35 0,24 √3 0,14 CV-AAS -0,6 -1,3 a 

10 2,7 0,55 2 0,28 CV-AAS 0,3 0,4 a 

11 2,46 0,18 2 0,09 AMA -0,3 -0,8 b 

12 2,5 0,3 2 0,2 ICP-MS -0,2 -0,4 a 

13 2,64 0,21 2 0,11 CV-AAS 0,2 0,4 a 

15 2,30 0,10 2 0,05 ICP-MS -0,7 -2,3 b 

16 2,589 0,094 2 0,047 CV-AAS 0,0 0,1 b 

17 2,36 0,35 2 0,18 CV-AAS -0,6 -1,1 a 

18 2,64 0,189 √3 0,109 
Atomic absorption 
spectrophotometer 
for mercury analysis 
(AMA) 

0,2 0,4 a 

19 3,82 0,32 2 0,16   3,2 6,4 a 

20 2,493 0,374 2 0,187 CV-AAS -0,2 -0,4 a 

21 2,40 0,29 2 0,15 AMA -0,5 -1,0 a 

22 2,521 0,378 2 0,189 AAS - AMA 254 -0,2 -0,3 a 

23 3,03 0,48 2 0,24 ICP-MS 1,2 1,7 a 

24 2,73 0,125 2 0,063 ICP-MS 0,4 1,2 b 

25 2,63 0,27 2 0,14 HG-AAS 0,1 0,3 a 

26 2,49 0,37 2 0,19 CV-AAS -0,2 -0,4 a 

27 2,580 0,224 2,01 0,111 TDA-AAS 0,0 0,0 a 

28 2,09 0,11 2 0,06 ICP-MS -1,3 -4,0 b 

29 2,77 0,25 2 0,13 CV-AAS 0,5 1,1 a 

30 2,84 0,65 2 0,33 Hg analyser, 
fluorescence AAS 0,7 0,8 a 

31 2,45 0,49 2 0,25 CV-AAS -0,3 -0,5 a 

32 2,4 1,0 2 0,5 ICP-MS -0,5 -0,4 c 

33 2,577 0,361 2 0,181 CV-AAS 0,0 0,0 a 

34 2,6 0,4 2 0,2 CV-AAS 0,1 0,1 a 

35 2,68 0,40 2 0,20 HG-AAS 0,3 0,4 a 

36 2,557 0,256 2 0,128 AMA-254 -0,1 -0,1 a 

37 3,06 0,31 2 0,16 ICP-MS 1,2 2,5 a 

38 2,42 0 √3 0 
Cold vapour 
fluorescence 
spectometry 

-0,4 -1,5 b 

Qualu: qualitative information about ulab: a: uref<ulab<σ̂ ; b: ulab<uref; c: σ̂ <ulab. For further information on these 
codes, please read chapter 8.2. 
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This graph displays all measurements results and their associated uncertainties.
The uncertainties are shown as reported, with various expansion factors and levels of confidence.
The black line represents Xref, the green lines delimit the reference interval (Xref ± 2uref: 2.58 ± 0.22 mg kg-1), the red lines delimit the target interval 

(Xref ± 2σ: 2.58 ± 0.78 mg kg-1)

IMEP-109: results for total Hg
Certified range: 2.58 ± 0.22 mg kg-1 (k=2)
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Annex 10: Methylmercury Hg in seafood 
Xref= 1.33 ± 0.12 mg kg-1 (k=2) 
 
Lab ID xlab (mg kg-1) Ulab (mg kg-1) k ulab (mg kg-1) Technique z ζ Qualu 

1 1,21 0,12 2 0,06 GC/ID-ICPMS -0,6 -1,4 a 

7 1,3 0 √3 0 

Extraction with 
toluene, followed by 
MeHg remotion with 
cysteine,  followed 

by AAS with 
amalgamation 

(LECO) 

-0,2 -0,5 b 

10 1,27 0,12 2 0,06 GC-MS -0,3 -0,7 a 

13 1,49 0,45 2 0,23 LC-ICP-MS 0,8 0,7 c 

38 2,24 0 √3 0 HPLC ICPMS 4,6 15,2 b 

Qualu: qualitative information about ulab: a: uref<ulab<σ̂ ; b: ulab<uref; c: σ̂ <ulab. For further information on these 
codes, please read chapter 8.2. 
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IMEP-109: results for methylmercury.
Certified range: 1.33 ± 0.12 mg kg-1 (k=2)

This graph displays all measurements results and their associated uncertainties.
The uncertainties are shown as reported, with various expansion factors and levels of confidence.
The black line represents Xref, the green lines delimit the reference interval (Xref ± 2uref: 1.33 ± 0.12 mg kg-1), the red lines delimit the target interval 

(Xref ± 2σ: 1.33 ± 0.40 mg kg-1)
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Annex 11: iAs in seafood 
Xref= not known 
 

 

Lab ID xlab(mg kg-1) Ulab(mg kg-1) k ulab(mg kg-1) Technique 

1 0,23 0,046 2 0.023 HPLC/ICP-MS 

6 5,75 1,2 √3 0.7. ICP-OES 

11 0,107 0,014 2 0,007 HG-ICP-MS 

12 <0,04    HPLC-ICPMS 

15 0,083 0,002 2 0,001 HPLC-ICP-MS 

21 <0,05    ICP-MS 

23 0,152 0,02 2 0,01 HR-ICP-MS 

33 0,147 0,025 2 0,013 HG-AAS 

35 0,51 0,08 2 0,04 ETAAS 

36 <0,2    HPLC-ICP-MS 

38 <0,5    HPLC ICPMS 
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IMEP-109: results for iAs
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This graph displays all measurements results and their associated uncertainties.
The uncertainties are shown as reported, with various expansion factors and levels of confidence.

Laboratory 6 reported 5,75 ± 1,2 mg kg-1

"Less than" reported by laboratories 12, 21, 36, 38 
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Annex 12: Kernel distributions 
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Annex 13: Experimental details for total Cd, Pb, As and Hg determinations 
 

Lab 
ID SOP? If yes, which one? Sample pre-treatment Digestion step Extraction/separation step Instrument calibration step 

1 Yes ----- MET 08 similar to NF EN 
15763     

2 Yes 
LST EN 14084:2003 (Cd, Pb); 
ASU L 00.00-19/4 (Hg); LST 

EN 14332:2004 (As) 
    

3 No  None 
Acid Digestion in Microwave 

Digestor ((Nitric acid and 
Hydrogen Peroxide) 

None (Dilution of digested solution 
with water) 

Calibration of ICP-MS with 
standard solutions of As, Hg, Cd & 

Pb. 
4 Yes AOAC     

7 Yes EN 14084 (for Pb and Cd) EPA 
7473 (for Hg)     

8 Yes Pb, Cd - AOAC 999.11; Hg - 
AOAC 971.21     

9 No  None Digestion using nitric acid   

10 No   Microwave with ac. nitric  ICP-MS 

11   No HNO3 and H2O2 at T° of 180°C 
Open wet digestion No Calibration externe 

12 No  Mixing µ-wave assisted acid digestion 
with conc HNO3 

 addition calibration 

14 No  Micro oven digestion with nitric 
acid and hydrogen peroxide   Direct calibration, internal 

standard 
15 Yes EN ISO 13805 and EN 15763     

16 Yes Cd,Pb:EN 14082:2003; As:EN 
14546:2005; Hg -No  For Hg:HNO3+H2SO4  0.200, 0.300, 0.400, 0.500 µg 

17 Yes 
SR EN - 14082:2003; 

14083:2003; 13806:2003; 
14546:2005 

    

18 Yes Official Methods of Analysis 
AOAC     

19 Yes Cd + Pb meth. ICP 78 / 633 / 
EØF, As + Hg (in house)     

20 Yes 
As EN 14332:2004; Pb, Cd EN 
14084:2003; Hg National Feed 

Codex 
    

21 No  Mixing Micro-wave assisted 180°C + 4mL 
HNO3 conc. + 4 mL water  ICP-MS ( 0 to 10 ppb) 
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Lab 
ID SOP? If yes, which one? Sample pre-treatment Digestion step Extraction/separation step Instrument calibration step 

22 No  Dry in oven Ashing in muffle furnace, 
dissolved in HCL, Hg - AMA 254  

Calibration curve for Pb (10-60 
ug/l); Cd (1-10 ug/L);  Hg (0.05-5 

ug/l); As (3-25ug/l) 

23 No   

Aliquots (0.5 g) of test sample 
were digested in conc. nitric acid 

(5 ml) using a high pressure 
microwave digestion system/ 

Solutions were made up to 
volume (10 ml) with deionised 

water prior to a further dilution (5-
fold) with internal standard 

(Rh/In). 

Matrix-matched calibration 
standards were prepared using 

NIST-traceable element standard 
solution. 

24 No  Homogenise Microwave digestion n.a. Calibration using certified 
standard solutions 

25 No  UNI EN 13804:2002 

UNI EN 13805:2002; Samples 
(equivalent to about 0,5 g dry 
weight)  are weighed out into 

microwave  digestion  vessels; 
digestion solution 

(HNO3:H2O2:H2O=5:1:1) is added 
and samples are heated in a 

proprietary high pressure 
microwave digestion oven. 

 

UNI EN 13805:2003 (Hg) ; 
external curve have been used to 
read the other elements on ICP-

MS (Rh has been used as internal 
standard) 

26 Yes EN 13806 (for Hg), EN 14332 
(for As), LMBG  35 (for Cd)     

27 No   
Cd-As: microwave high pressure 
digestion with H2O2 (30%) and 

HNO3 conc - Hg direct 
 

Cd: add. method, std solution 2 
ppb; As: add. method, std solution 

20 ppb; Hg non linearity 
calibration from 25 ppb to 5 ppm 

28 No  Addition of acid and hydrogen 
peroxide, let it stand for one hour Microwave Dilution External standard 

29 Yes AOAC 999.10 (final action)     

31 Yes 
EN 13805 for digestion, EN 

13806 for Hg, EN 15763 for As, 
Cd and Pb 

    

32 Yes SS-EN 15763:2009     

33 Yes 
EN 14546:2005 (As); EN 

14083:2004 (Cd, Pb); Hg - in-
house method 

    

34 No   

0.4 g of the sample were weighed 
in Teflon vessels. 10 mL HNO3 

(65%) and 2 mL H2O2 were added 
and the mixture was left at room 

temperature for 30 min. The 
samples were digested in a 

microwave oven. The digested 
samples were diluted to 20 mL by 

the addition of distilled water. 

The diluted samples were filtered 
through PTFE membrane filters of 

0.2 um. 

For the determination of total Cd, 
Pb and Hg external calibration 

was used and for the 
determination of total As standard 

addition calibration was used. 
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Lab 
ID SOP? If yes, which one? Sample pre-treatment Digestion step Extraction/separation step Instrument calibration step 

35 No   Nitric acid, microwave digestion  External standard, quality control 
using CRMs 

36 No     ICP-MS 

37 No   High pressure Microwave HNO3 
H2O2 

 External calibration, internal 
Standard Indium 0.1-20 ppb 
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Annex 14: Experimental details for methylmercury determinations 
Lab 
ID SOP? Sample pre-treatment Digestion step Extraction/separation step Derivatisation Instrument calibration 

1 No  0.25 g and 5 ml TMAH and 
DIGIPREP  Propylation IDMS 

7 No No pre-treatment Hydrolisation with hydrobromic 
acid 

Extraction with toluene followed 
by remotion of Me Hg with 

cysteine 
 

External curve was made with 
standard solutions prepared by 

dilution from a 1000 mg/L 
mercuris nitrate standard solution 

10 No   ClH 5 M Tetrapropilborato GC-ICP-MS 

11 No No pre-treatment HNO3 and H2O2 No No Externe calibration 

 



EU-RL-HM in Feed and Food. Total Cd, Pb, As and Hg as well as methylmercury and inorganic As in seafood 
 
 

 51

Annex 15: Experimental details for iAs determinations 
Lab 
ID SOP? If yes, which one? Sample pre-treatment Digestion step Extraction/separation step Instrument calibration 

1 No   0.15 g with 10 ML OF 100% H2O 
and MAE  External calibration, IDMS 

7      

External curve was made with 
standard solutions prepared by 

dilution from a 1000 mg/L 
mercuris nitrate standard solution 

11 No  No Only with HNO3 at T° of 180°C 
Open wet digestion No Externe calibration 

 

12 No  Mixing  µ-wave assisted extraction with 
HCl/H2O2 

Matrix-matched external 
calibration curve 

21 No  Mixing  Extraction with MeOH/H2O HPLC-ICP-MS calibrated with 5 
species of As (0 to 25 ppb) 

23 No  None 
Aliquots (0.25 g) of test sample, 

plus deionised water (2 ml), were 
solubilised in conc. HCl (10 ml) 

Hydrobromic acid  (1 ml) and 
hydrazinium sulphate (0.5 ml) 

were added, extracted into 
chloroform and back-extracted 

into dilute HCl. Internal standard 
(Ga) was added to all solutions. 

Matrix-matched calibration 
standards were prepared using 

NIST-traceable arsenic standard 
solution. 

 

33 No  
Hydrolysis in HCl, As (V) to As 
(III) reduction (HBr+hydrazine 

sulfate 
yes Selective with CHCl3; back 

extraction with HCl yas 

35 Yes EN 15517:2008     

36 No     HPLC-ICP-MS 
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Abstract 
The Institute for Reference Materials and Measurements (IRMM) of the Joint Research Centre (JRC), a 

Directorate General of the European Commission, operates the European Union Reference Laboratory for 

Heavy Metals in Feed and Food (EU-RL-HM). One of its core tasks is to organise interlaboratory comparisons 

(ILCs) among appointed National Reference Laboratories (NRLs). This report presents the results of the ninth 

proficiency test (PT) of the EU-RL-HM which focused on the determination of total cadmium, lead, arsenic and 

mercury as well as methylmercury and inorganic arsenic in seafood.  

The test material used in this exercise was the Certified Reference Material (CRM) DOLT-4, dogfish liver of the 

National Research Council of Canada (CNRC). The material was relabelled to prevent recognition by the 

participants and was dispatched the second half of May 2010. Each participant received one bottle containing 

approximately 20 g of test material. Thirty-eight laboratories from 27 countries registered to the exercise of 

which 38 reported results for total Cd, 36 for total Pb, 33 for total As, 36 for total Hg, five for methylmercury and 

10 for iAs. The assigned values for total Cd, Pb, As, Hg and methylmercury are the certified values taken from 

the DOLT-4 certificate. An attempt was made to establish an assigned value for inorganic As (iAs) using the 

results provided by a group of five laboratories expert in the field, following a similar approach to that used in 

IMEP-107, a PT on total and inorganic arsenic in rice. Contrary to what was observed in IMEP-107, the results 

obtained by the expert laboratories for iAs was method dependent, therefore no assigned value could be 

established.  

The uncertainties of the assigned values, uref, were taken directly from the CRM certificate as provided by the 

producer for total Cd, Pb, As, Hg and methylmercury. Participants were invited to report the uncertainty of their 

measurements. This was done by the majority of the laboratories taking part in this exercise. 

Laboratory results were rated with z- and ζ-scores (zeta-scores) in accordance with ISO 13528. Since the 

concentration of iAs seems to be method dependent according to the results obtained by the expert 

laboratories, no scoring was provided to the laboratories that submitted results for iAs. The standard deviation 

for proficiency assessment (also called target standard deviation) was fixed to 15% by the advisory board of this 

ILC, on the basis of the outcome of previous ILCs organised by the EU-RL-HM and on the state-of-the-art in this 

field of analysis. 

Between 80 and 97.5 % of the laboratories performed satisfactory for total Cd, As, Hg and methylmercury. 

Regarding total Pb, 70 % of the laboratories scored satisfactory. 
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